( Form 2 - Surrogate Recoveries |)

Project Name: Fort McClellan

Report Date: 02/20/03 13:01

Work Order #: 3547 Project ID:796886
Lab Batch #: 15300 Sample: 14505 BKS / BKS Batch: 1  Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount - True Control
Found Amount Recovery Limits Flags
[A] {B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.83 [ 10.0 98 70-131
Bromofluorobenzene 9.46 10.0 ‘ 95 80-125
Toluene-D8 8.82 10.0 88 84-120
Lab Batch #: 15300  Sample: 14505 BLK / BLK Batch: | Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
W Amount True - Control
vOCs (25]11] Purge) by SW§260B Found Amount Recovery | ’ Limits Flags
Analvt [A] [B} %R %R
atytes : : (D}
[1.2-Dichloroethane-d4 , .03 ~To0 TR TR
{Bromofluorobenzene : 10.3 10.0 103 - 80-125
Toluene-D8 ' 9.95 ' 10.0 100 : ] 84-120
Lab Batch #: 15300 Sample: 3547-001 / SMP Batch: 1  Matrix: WATER -
Units: ug/L Client-Id: PE3164F SURROGATE RECOVERY STUDY
Amount True . 'Cohtrol
VOCs (25ml Purge) by SW8260B Found . Amount Recovery |° Limits Flags
Analyt [A] {B] %R %R
nalytes D]
1,2-Dichloroethane-d4 . 9.79 o100 98 | 58-146
Bromofluorobenzene v 10.0 10.0 100 | 74-124
[Toluene-D8 9.94 . - 10.0 | 99 "< 8I-118
Lab Batch #; 15300 Sample: 3547-002 / SMP Batch: 1  Matrix: WATER |~
Units: ug/L Client-Id: PE3164G SURROGATE RECOVERY STUDY
y: ‘ Amount True T-LC'{)xltrol
VOCs (25ml Purge) by SW8260B Found Amount Recovery ‘|''Limits' Flags
Analyt : [A] [B} [ %R %R
nalytes )]
1,2-Dichloroethane-d4 11.6 10.0 11677758146~
|Bromoflucrobenzene 10.4 10.0 104 ] 7744124
Toluene-D8 9.80 ‘ 10.0 98 .| "81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D}=100* A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits
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Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796886
Project Manager: Duane Nielsen

Lab. Work Order # : 3550

February 21, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3164H Sample ID 3550-001 Date Collected: 02/19/2003 14:10
Sample Depth: Matrix: WATER Date Received: 02/20/2003 11:10
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/20/03 Date Analyzed: 02/20/03
Prep Time: 08:31 Time Analyzed: 15:58
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone ‘ <R.L. 10 - ug/L’ U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3164H Sample ID 3550-001 Date Collected: 02/19/2003 14:10
Sample Depth: Matrix: WATER Date Received: 02/20/2003 11:10
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/20/03 Date Analyzed: 02/20/03
Prep Time: 08:31 Time Analyzed: 15:58
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene 0.33 1.0 ug/LL J
cis-1,3-Dichloropropene <R.L. 1.0 ug/L 8]
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 . ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.IL. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 7.5 1.0 ug/L

trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 0.45 1.0 ug/L J
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride 0.46 1.0 ug/L J
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Summary of Analytical Results

Client ID: PE31641 Sample ID 3550-002 Date Collected: 02/20/2003 10:35
Sample Depth: Matrix: WATER Date Received: 02/20/2003 11:10
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/20/03 Date Analyzed: 02/20/03
Prep Time: 08:31 Time Analyzed: 16:22
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane : <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L 8]
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L 8]
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L 8)
1,2-Dibromoethane <R.L. 1.0 ug/L 8]
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L 8]
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L 8]
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform ‘ <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE31641 Sample ID 3550-002 Date Collected: 02/20/2003 10:35
Sample Depth: Matrix: WATER Date Received: 02/20/2003 11:10
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/20/03 Date Analyzed: 02/20/03
Prep Time: 08:31 Time Analyzed: 16:22
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene 1.9 1.0 ug/L

cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
‘Dichlorodifluoromethane <R.IL. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. ' 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L 8]
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene ‘ 11 1.0 ug/L

trans-1,2-dichloroethene 0.89 1.0 ug/L J
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 14 1.0 ug/L

Trichlorofluoromethane <R.L. 1.0 ug/L U

Vinyl Chloride 5.1 1.0 ug/L
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Summary of Analytical Results

Client ID: Sample ID 14505 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/20/03 Date Analyzed: 02/20/03
Prep Time: 08:31 Time Analyzed: 10:14
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L 8]
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L 8]
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L 8]
Chloromethane <R.L. 1.0 ug/L 8]
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Summary of Analytical Results

Client ID: Sample ID 14505 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/20/03 Date Analyzed: 02/20/03
Prep Time: 08:31 Time Analyzed: 10:14
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L 8]
Dibromomethane <R.L. 1.0 ug/L 8]
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl! tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Work Order #: 3550

Lab Batch #: 15300 Sample: 14505 BKS/BKS

Project Name: Fort McClellan

Batch:

Project ID: 796886

1 Matrix: WATER

Report Date: 02/21/03 00:03

Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes [D]
1,2-Dichloroethane-d4 9.83 10.0 98 70-131
Bromofluorobenzene 9.46 10.0 95 80-125
Toluene-D8 8.82 10.0 88 84-120
Lab Batch #: 15300 Sample: 14505 BLK /BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
' [A] (B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.93 10.0 99 70-131
Bromofluorobenzene 10.3 10.0 103 80-125
Toluene-D8 9.95 10.0 100 84-120
Lab Batch #: 15300 Sample: 3550-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3164H SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.68 10.0 97 58-146
Bromofluorobenzene 9.33 10.0 93 74-124
Toluene-D8 8.98 10.0 90 81-118
Lab Batch #: 15300 Sample: 3550-002 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-1d: PE31641 SURROGATE RECOVERY STUDY
Amount True Control
VOCs (Zsml Purge) by SW82608 Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Di¢hloroethane-d4 9.92 10.0 99 58-146
Bromofluorobenzene 9.59 10.0 96 74-124
Toluene-D8 9.10 10.0 91 81-118
** Surrogates outside limits; data and surrogates confirmed by reanalysis
*¥* Poor recoveries due to dilution
Surrogate Recovery [D] =100 *A/B
All results are based on MDL and validated for QC purposes.
Z = Surrogate Recovery exceeded the Labortatory QC limits Page 1 of 1



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3433
Client Project: Fort McClellan / 773019

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages, and 1 QC surrogate recovery
page.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 2°C.

Brian G Burns February 3, 2003
Brian Burns Date
Receiving

YOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Venkat R. Mudium February 4, 2003
Venkat R. Mudium Date
VOC Analyst

These case narrative notations have been reviewed by:

M%\% February 4, 2003

David C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 3433CN



Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 773019
Project Manager: Duane Nielsen

Lab. Work Order # : 3433

February 4, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3165A Sample ID 3433-001 Date Collected: 01/31/2003 10:59
Sample Depth: Matrix: WATER Date Received: 02/03/2003 14:00
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 04:36 Time Analyzed: 12:07
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L 8]
4-Methyl-2-Pentanone <R.L. 10 ug/L. U
Acetone <R.IL. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform , <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L 8]
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3165A Sample ID 3433-001 Date Collected: 01/31/2003 10:59
Sample Depth: Matrix: WATER Date Received: 02/03/2003 14:00
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 04:36 Time Analyzed: 12:07
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L 8]
m,p-Xylene <R.L. 2.0 ug/L U
- Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 20 ug/L U
Naphthalene <R.L. 1.0 ug/L 8]
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.36 1.0 ug/L J
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14327 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 04:36 Time Analyzed: 09:29
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L 8]
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L (8
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. ' 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L 8]
4-Chlorotoluene <R.L. 1.0 ug/L 8]
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L 8]
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14327 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 04:36 Time Analyzed: 09:29
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/LL U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L 8]
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/LL U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L. U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L 8]
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L 19)
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Work Order #: 3433
Lab Batch #: 15080

Sample: 14327 BKS / BKS

Project Name: Fort McClellan

Batch:

Report Date: 02/04/03 13:56

Project ID: 773019
1 Matrix: WATER

Units: ug/L Client-1d: SURROGATE RECOVERY STUDY
’ Amount True Control
VOGs (25ml Purge) by SW5260B Found Amount Recovery Limits Flags
(Al [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.43 10.0 94 70-131
Bromofluorobenzene 9.89 10.0 99 80-125
Toluene-D8 9.98 10.0 100 84-120
Lab Batch #: 15080 Saniple: 14327 BLK / BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.40 10.0 94 70-131
Bromofluorobenzene 10.2 10.0 102 80-125
Toluene-D8 10.5 10.0 105 84-120
vLab Batch #: 15080 Sample: 3433-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-1d: PE3165A SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 104 10.0 104 58-146
Bromofluorobenzene 10.0 10.0 100 74-124
Toluene-D8 10.2 10.0 102 81-118
** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution
Surrogate Recovery [D]=100* A/B
All results are based on MDL and validated for QC purposes.
Page 1 of 1

Z = Surrogate Recovery exceeded the Labortatory QC limits




ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3445
Client Project: Fort McClellan / 796886

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages, and 2 QC surrogate recovery
pages.

The following items were noted concerning this work order:

Receiving Notations:

1. The sample was received at 4°C.

Brian G Burns February 4, 2003
Brian Burns Date
Receiving

VOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Debra Trinidad February 4, 2003
Debra Trinidad Date
VOC Analyst

These case narrative notations have been reviewed by:

W/\% February 5, 2003

David C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
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Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796886
Project Manager: Duane Nielsen

Lab. Work Order # : 3445

February 5, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3165B Sample ID 3445-001 Date Collected: 02/03/2003 13:55

Sample Depth: Matrix: WATER Date Received: 02/04/2003 13:50
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03

Prep Time: 16:52 Time Analyzed: 19:16
VOCs (25ml Purge) by SW82608B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane 0.97 1.0 ug/L J
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene 29 1.0 ug/L
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3165B Sample ID  3445-001 Date Collected: 02/03/2003 13:55
Sample Depth: Matrix: WATER Date Received: 02/04/2003 13:50
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 16:52 Time Analyzed: 19:16
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene 6.8 1.0 ug/L

cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 6.4 1.0 ug/L

trans-1,2-dichloroethene 2.9 1.0 ug/L

trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 13 1.0 ug/L

Trichlorofluoromethane <R.IL. 1.0 ug/L U
Vinyl Chloride - 0.93 1.0 ug/L J
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Summary of Analytical Results

Client ID: Sample ID 14344 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 16:52 Time Analyzed: 17:49
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. - 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L 18)
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L 8]
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14344 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/04/03 Date Analyzed: 02/04/03
Prep Time: 16:52 Time Analyzed: 17:49
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Work Order #: 3445
" Lab Batch #: 15090

Sample: 14344 BKS /BKS

Project Name: Fort McClellan

Batch:

Report Date: 02/05/03 09:17
Project ID: 796886

1

Matrix: WATER

Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Amount True Control
VOCs (Zsml Purge) by SW8260B Found Amount Recovery Limits Flags
Analyt [A] [B] %R %R
nalytes [D]
1,2-Dichloroethane-d4 10.4 10.0 104 70-131
Bromofluorobenzene 10.1 10.0 101 80-125
Toluene-D8 10.4 10.0 104 84-120
Lab Batch #: 15090 Sample: 14344 BLK / BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Amount True Control
VOCGs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
A lyt [A] [B] %R %R
nalytes D]
1,2-Dichloroethane-d4 10.2 10.0 102 70-131
Bromofluorobenzene 10.9 10.0 109 80-125
Toluene-D8 10.7 10.0 107 84-120
Lab Batch #: 15090 Sample: 3445-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-1d: PE3165B SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
Analvt [A] [B] %R %R
nalytes D]
1,2-Dichloroethane-d4 10.1 10.0 101 58-146
Bromofluorobenzene 10.4 10.0 104 74-124
Toluene-D8 10.5 10.0 105 81-118
Lab Batch #: 15090 Sample: 3446-001 MS /MS Batch: 1  Matrix: WATER
Units: ug/L Client-1d: SC3003E SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25[111 Purge) by SW8260B Found Amount Recovery Limits Flags
Analvt [A] [B] %R %R
nalytes D]
1,2-Dichloroethane-d4 11.2 10.0 112 58-146
Bromofluorobenzene 10.3 10.0 103 74-124
Toluene-D8 10.4 10.0 104 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*¥¥ Poor recoveries due to dilution

Surrogate Recovery [D] =100 *A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits

Page 1 of 2




SRR

Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date; 02/05/03 09:17

Work Order #: 3445 Project ID: 796886
Lab Batch #: 15090 Sample: 3446-001 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SC3003E SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW82608 Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 10.5 10.0 105 58-146
Bromofluorobenzene 104 10.0 104 74-124
Toluene-D8 10.8 10.0 108 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*¥* Poor recoveries due to dilution

Surrogate Recovery [D]=100*A/B

All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 2 of 2




ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

- AAL Work Order # 3454
Client Project: Fort McClellan / 796886

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 7 report pages and 2 QC surrogate recovery
pages.

The following items were noted concerning this work order:

Receiving Notations:

1. The sample was received at 2°C.

Brian G Burns February 5, 2003

Brian Burns Date
Receiving

These case narrative notations have been reviewed by:

MM/ February 7. 2003

David C. Fuller ’ Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
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Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796886
Project Manager: Duane Nielsen

Lab. Work Order # : 3454

February 7, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3165C Sample ID 3454-001 Date Collected: 02/04/2003 12:55
Sample Depth: Matrix: WATER Date Received: 02/05/2003 14:15
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 22:55
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene 4.0 1.0 ug/L

* 1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L. U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 : ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L 8]
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3165C Sample ID 3454-001 Date Collected: 02/04/2003 12:55
Sample Depth: Matrix: WATER Date Received: 02/05/2003 14:15
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 22:55
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene 9.4 1.0 ug/L

cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane 0.46 1.0 ug/L J
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L, U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene : <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L 8]
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 031 1.0 ug/L J
trans-1,2-dichloroethene 4.0 1.0 ug/L

trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 17 1.0 -~ ug/L

Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride 0.97 1.0 ug/L J
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Summary of Analytical Results

Client ID: PE3165D Sample ID 3454-002 Date Collected: 02/05/2003 10:53

Sample Depth: Matrix: WATER Date Received: 02/05/2003 14:15

Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/07/03
Prep Time: 14:48 Time Analyzed: 02:22
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene 0.87 1.0 ug/L J
1,1-Dichloropropene <R.IL. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <RL. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane . <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L. U
2-Chlorotoluene <R.L. 1.0 ug/L u
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L. U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.IL. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.IL. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform 0.36 1.0 ug/L J
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3165D Sample ID 3454-002 Date Collected: 02/05/2003 10:53
Sample Depth: Matrix: WATER Date Received: 02/05/2003 14:15
Analytical Method: SW8260LL Prep Cliemist: Debra Trinidad Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/07/03
Prep Time: 14:48 Time Analyzed: 02:22
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene 25 1.0 ug/L
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.IL. . 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.IL. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L 8]
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 2.7 1.0 ug/L
trans-1,2-dichloroethene 0.87 1.0 ug/L J
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 4.7 1.0 ug/L
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Client ID:
Sample Depth:

Summary of Analytical Results

Sample ID 14374 BLK
Matrix: WATER

Date Collected:
Date Received:

Analytical Method: SW8260LL

Prep Method: SW5030B

Prep Chemist: Debra Trinidad
Prep Date: 02/06/03
Prep Time: 14:48

Analyst: Debra Trinidad
Date Analyzed: 02/06/03
Time Analyzed: 21:08

Page 6 of 7

VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U

~1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <RL. 1.0 ug/L 19)
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L 8]
1,3-Dichlorobenzene <R.L. 1.0 ug/L 8]
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.1L. 10 ug/L 8]
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L 8]
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. ‘ 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U



Summary of Analytical Results

Client ID: Sample ID 14374 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 21:08
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane _ <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.IL. 1.0 ug/L, U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methy! tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride 0.65 1.0 ug/L J
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. , 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L 8]
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Work Order #: 3454

Lab Batch #: 15131 Sample: 14374 BKS /BKS

Project Name: Fort McClellan

Batch:

Report Date: 02/07/03 09:29
Project ID: 796886

1 Matrix: WATER

Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 10.3 10.0 103 70-131
Bromofluorobenzene 10.1 10.0 101 80-125
Toluene-D8 9.79 10.0 98 84-120
Lab Batch #: 15131 Sample: 14374 BLK /BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes [10)1 ’
1,2-Dichloroethane-d4 9.81 10.0 98 70-131
Bromofluorobenzene 9.91 10.0 99 80-125
Toluene-D8 9.83 10.0 98 84-120
Lab Batch #: 15131 Sample: 3454-001 / SMP Batch: 1  Matrix: WATER
Units: ug/L Client-Id: PE3165C SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 11.6 10.0 116 58-146
Bromofluorobenzene 10.5 10.0 105 74-124
Toluene-D8 9.61 10.0 96 81-118
Lab Batch #: 15131 Sample: 3454-002 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3165D SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 13.1 10.0 131 58-146.
Bromofluorobenzene 10.8 10.0 108 74-124
Toluene-D§ 9.77 10.0 98 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
**k* Poor recoveries due to dilution

Surrogate Recovery [D] =100 * A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits
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Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date: 02/07/03 09:29

Work Order #: 3454 Project ID: 796886
Lab Batch #; 15131 Sample: 3461-001 MS / MS Batch: 1  Matrix: WATER
Units: ug/L Client-Id: SC3003F SURROGATE RECOVERY STUDY
‘ Amount True Control
VOGCs (251111 Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes ]
1,2-Dichloroethane-d4 12.7 10.0 127 58-146
Bromofluorobenzene 11.0 10.0 110 74-124
Toluene-D8 10.4 10.0 104 81-118
Lab Batch #: 15131 Sample: 3461-001 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SC3003F SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 13.7 10.0 137 58-146
Bromofluorobenzene 11.8 10.0 118 74-124
Toluene-D8 10.6 10.0 106 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D] =100* A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 2 of 2



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3455
Client Project: Fort McClellan / 796886

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
‘NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages and 2 QC surrogate recovery
pages.

The following items were noted concerning this work order:

Receiving Notations:

1. The sample was received at 2°C.

Brian G Burns February 6, 2003
Brian Burns Date
Receiving

These case narrative notations have been reviewed by:

1/ -

David C. Fuller T Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429Exp 6/30/03 Effective 7/01/02
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Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796886
Project Manager: Duane Nielsen

Lab. Work Order # : 3455

February 7, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
- Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3165E Sample ID 3455-001 Date Collected: 02/05/2003 15:30
Sample Depth: Matrix: WATER Date Received: 02/06/2003 09:20
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 22:29
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane - <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene 24 1.0 ug/L

1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride : <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3165E Sample ID 3455-001 Date Collected: 02/05/2003 15:30
Sample Depth: Matrix: WATER Date Received: 02/06/2003 09:20
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 22:29
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene 6.4 1.0 ug/L

cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.83 1.0 ug/L J
trans-1,2-dichloroethene 24 1.0 ug/L

trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 6.4 1.0 ug/L

Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride 1.9 1.0 ug/L
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Summary of Analytical Results

Client ID: Sample ID 14374 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 21:08
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene ' <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane ' <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ' ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.I. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14374 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 02/06/03 Date Analyzed: 02/06/03
Prep Time: 14:48 Time Analyzed: 21:08
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride 0.65 1.0 ug/L J
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene ' <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L 18]
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.IL. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane . <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date; 02/07/03 09:34

Work Order #: 3455 Project ID: 796886
ab Batch #: 15131 Sample: 14374 BKS/BKS Batch: 1 Matrix: WATER
L
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
v Amount True Control
YOCs (25ml Purge) by SW82608 Found Amount Recovery Limits Flags
Analvt [A] [B] %R %R
nalytes [D]
1,2-Dichloroethane-d4 ' 10.3 10.0 103 70-131
Bromofluorobenzene 10.1 10.0 101 80-125
Toluene-D8 9.79 10.0 98 84-120
Lab Batch #; 15131 Sample: 14374 BLK / BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Amount True Control
VOCs (251111 Purge) by SW8260B Found Amount Recovery Limits Flags
Analvt [A] [B] %R %R
nalytes D]
1,2-Dichloroethane-d4 9.81 10.0 98 70-131
Bromofluorobenzene 9.91 10.0 99 80-125
Toluene-D8 9.83 10.0 98 84-120
Lab Batch #:; 15131 Sample: 3455-001 / SMP * Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3165E SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25]11] Purge) by SW8260B Found Amount Recovery Limits Flags
Analvt [A] [B] %R %R
nalytes [D]
1,2-Dichloroethane-d4 114 10.0 114 58-146
Bromofluorobenzene . 10.5 10.0 105 74-124
Toluene-D8 10.2 10.0 102 81-118
Lab Batch #: 15131 Sample: 3461-001 MS/MS Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SC3003F SURROGATE RECOVERY STUDY
y Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
Analvt [A] [B] %R %R
natytes D]
1,2-Dichloroethane-d4 12.7 10.0 127 58-146
|Bromofluorobenzene 11.0 10.0 110 74-124
Toluene-D8 10.4 10.0 104 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*¥¥ Poor recoveries due to dilution

Surrogate Recovery [D] =100 * A /B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 1 of 2



Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
' Report Date; 02/07/03 09:34

Work Order #: 3455 Project ID: 796886
Lab Batch #: 15131 Sample: 3461-001 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SC3003F SURROGATE RECOVERY STUDY
Amount True Control
VOCs (251111 Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]

1,2-Dichloroethane-d4 13.7 10.0 137 58-146
Bromofluorobenzene 11.8 10.0 118 74-124
Toluene-D8 10.6 10.0 106 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D]=100* A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 2 of 2



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3312
Client Project: Fort McClellan / 796887

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages, and 2 QC surrogate recovery
pages.

The follbwing items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 2°C.

Brian G Burns January 15, 2003
Brian Burns Date
Receiving

VOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

| Venkat R. Mudium January 15, 2003
Venkat R. Mudium Date
VOC Analyst

These case narrative notations have been reviewed by:

January 16, 2003
Date

David C. Fuller
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 3312



Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796887
Project Manager: Duane Nielsen

Lab. Work Order # : 3312

January 16, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3166A Sample ID 3312-001 Date Collected: 01/14/2003 16:00
Sample Depth: Matrix: WATER Date Received: 01/15/2003 13:50
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/15/03 Date Analyzed: 01/15/03
Prep Time: 14:27 Time Analyzed: 18:47
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier:
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
- 1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 - ug/L U
2-Butanone 1.1 ’ 10 ug/L J
2-Chlorotoluene , <R.L. 1.0 ug/L U
2-Hexanone 2.1 10 ug/L J
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone 5.7 10 ug/L J
Benzene <R.L. 1.0 ug/L U
Bromobenzene <RL. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3166A Sample ID 3312-001 Date Collected: 01/14/2003 16:00
Sample Depth: Matrix: WATER Date Received: 01/15/2003 13:50
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/15/03 Date Analyzed: 01/15/03
Prep Time: 14:27 Time Analyzed: 18:47
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane _ <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 " ug/L U
m,p-Xylene <R.L. 2.0 ug/L U -
Methy] tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.42 1.0 ug/L J
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene : <R.L. 1.0 . ug/lL U
Trichlorofluoromethane <R.L. 1.0 ug/L U

U

Vinyl Chloride <RL. 1.0 ug/L
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Summary of Analytical Results

Client ID: Sample ID 14169 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/15/03 Date Analyzed: 01/15/03
Prep Time: 14:27 Time Analyzed: 17:55
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L 8)
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L 8]
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene ' <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L 8]
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L 8]
1,3,5-trimethylbenzene <R.L. 1.0 ug/L 8]
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L 8]
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L 8)
4-Methyl-2-Pentanone , <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L 8]
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.IL. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L 8]
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L 8]
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L 8]
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14169 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/15/03 Date Analyzed: 01/15/03
Prep Time: 14:27 Time Analyzed: 17:55
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L 8)
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene : <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene ‘ <R.L. 1.0 ug/L 8]
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L 9]
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L. U
Tetrachloroethylene <R.L. 1.0 - ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/LL 8]
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date: 01/16/03 10:03

Project ID: 796887

Work Order #: 3312
Batch: 1 Matrix: WATER

Lab Batch #: 14921 Sample: 14169 BKS /BKS

Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Pu Amount True Control
VO.CS (25ml rge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.77 10.0 98 70-131
Bromofluorobenzene 10.9 10.0 109 80-125
Toluene-D8 10.4 10.0 104 84-120
Lab Batch #: 14921 Sample: 14169 BLK/BLK Batch: | Matrix: WATER
Units: ug/L Client-1d: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Contral
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D)
1,2-Dichloroethane-d4 8.91 10.0 89 70-131
Bromofluorobenzene - 104 10.0 104 80-125
Toluene-D8 10.2 10.0 102 84-120
Lab Batch #: 14921 Sample: 3312-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3166A SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] (B] %R %R
Analytes D]
1,2-Dichloroethane-d4 10.3 10.0 103 58-146
Bromofluorobenzene 9.96 10.0 100 74-124
Toluene-D8 9.56 10.0 96 81-118
Lab Batch #: 14921 Sample: 3312-001 MS/MS Batch: 1 Matrix: WATER ;
Units: ug/L Client-1d: PE3166A SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
) Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes ' D] -
1,2-Dichloroethane-d4 8.65 10.0 87 . 58-146
Bromofluorobenzene 9.93 10.0 99 74-124
Toluene-D8 9.89 10.0 99 81-118
** Surrogates outside limits; data and surrogates confirmed by reanalysis
**¥ Poor recoveries due to dilution
Surrogate Recovery [D] =100* A /B
All results are based on MDL and validated for QC purposes.
Z = Surrogate Recovery exceeded the Labortatory QC limits Page 1 of 2
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Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date: 01/16/03 10:03

Work Order #: 3312 Project ID: 796887
" Lab Batch #: 14921 Sample: 3312-001 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3160A SURROGATE RECOVERY STUDY
- Amount True Control
VOCs (25m] Purge) by SW8260B Found Amount Recovery Limits Flags
[A] (B] %R %R
Analytes (D]

1,2-Dichloroethane-d4 9.33 10.0 93 58-146
Bromofluorobenzene 9.82 10.0 98 74-124
Toluene-D8 9.23 10.0 92 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D] =100 * A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 2 of 2



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3320
Client Project: Fort McClellan / 796887

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages, and 1 QC surrogate recovery
pages.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 2°C.

Brian G Burns January 16, 2003
Brian Burns- Receiving Date

VOC Notations:
1. The pH of the water samples was <2.0 prior to the VOC analysis.

2. The following samples required dilution due to high analyte concentration, resulting in
elevated detection limits for Trichloroethene only:
VOC-SW8260B

PE3166B
Venkat R. Mudium January 16, 2003
Venkat R. Mudium- VOC Analyst Date

These case narrative notations have been reviewed by:

MM January 17, 2003

David C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02

Page 1 of 2
WO# 3320CN



Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796887
Project Manager: Duane Nielsen

Lab. Work Order # : 3320

January 17, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3166B Sample ID 3320-001 Date Collected: 01/16/2003 11:40
Sample Depth: _ Matrix: WATER : Date Received: 01/16/2003 14:10
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 01/16/03 Date Analyzed: 01/16/03

Prep Time: 13:06 Time Analyzed: 20:19
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

"~ 1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane ‘ <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.I. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <RL. .o ug/L U

. 1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L. U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene . <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 . ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L 8]
Bromomethane <R.L. 1.0 ug/L 8)
Carbon Disulfide <R.L. 1.0 ug/L 8]
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane - - <RL. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3166B Sample ID 3320-001 Date Collected: 01/16/2003 11:40

Sample Depth: Matrix: ' WATER Date Received: 01/16/2003 14:10
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium ' Analyst: Venkat Mudium
Prep Method: SW5030B " Prep Date: 01/16/03 Date Analyzed: 01/16/03
Prep Time: 13:06 Time Analyzed: 20:19
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/LL U
Dibromomethane <R.L. 1.0 ug/L 8]
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene ~ <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L 8]
Methiylene Chloride , <R.L. 2.0 ug/L U~
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene . <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L 8]
Isopropyltoluene <R.L. 1.0 ug/L U
“Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L 8)
Toluene <R.L. 1.0 ug/L 8]
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 59 5.0 ug/L
Trichlorofluoromethane <R.L. 1.0 ug/L 8]
Vinyl Chloride - <RL. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID° 14178 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/16/03 Date Analyzed: 01/16/03
’ Prep Time: 13:06 Time Analyzed: 14:33
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
"1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U

1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene - ' <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L 8)
4-Chlorotoluene <R.L. 1.0 ug/LL U
- 4-Methyl-2-Pentanone , <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene ' <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L 8]
Bromodichloromethane <RL. . 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L 6)
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene ' <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform ' <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14178 BLK Date Collected:
Sample Depth: Matrix: WATER ‘Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/16/03 Date Analyzed: 01/16/03
Prep Time: 13:06 Time Analyzed: 14:33
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene - <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L 8]
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L 8]
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L 8]
Methylene Chloride <R.L. 1.0 ug/L ‘U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene ’ <R.L. 1.0 ug/L §]
Styrene - <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene ~ <RL. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L 8]
trans-1,3-dichloropropene <R.L. 1.0 ug/L 18]
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride ‘ <R.L. 1.0 ug/L U
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Form 2 Surrogate Recoverles

Project Name: Fort McClellan
Report Date: 01/17/03 09:21

Work Order #: 3320 Project ID: 796887
Lab Batch #: 14933 Sample: 14178 BKS/BKS Batch: | Matrix: WATER
Units: ug/L Client-1d: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] (B] %R %R
Analytes [D]
1,2-Dichloroethane-d4 9.57 10.0 96 70-131
Bromofluorobenzene 10.3 10.0 103 80-125
Toluene-D8 9.44 10.0 94 84-120
Lab Batch #: 14933 Sample: 14178 BLK/BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25mli Purge) by SW8260B Amount True Contral
Found Amount Recovery Limits Flags
(A] {B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 8.64 10.0 ‘86 70-131
Bromofluorobenzene 9.79 10.0 98 80-125
Toluene-D8 9.83 10.0 98 84-120
Lab Batch #; 14933 Sample: 3320-001 /SMP  ~ ° Batch: 1 Matrix: WATER
Units: ug/L Client-I1d: PE3166B SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True - Control |
Found Amount Recovery Limits Flags
i [A] [B] %R %R
Analytes (D] '
1,2-Dichloroethane-d4 -10.9 10.0 109 '58-146
Bromofluorobenzene 9.95 10.0 100 74-124
Toluene-D8 9.62 - 10.0 ) 96 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
**¥ Poor recoveries due to dilution

Surrogate Recovery [D]=100* A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 1 of 1



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3327
Client Project: Fort McClellan / 796887

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages,' and 1 QC surrogate recovery
~ page.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 2°C.

Brian G Burns January 17, 2003
Brian Burns Date
Receiving

VOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Venkat R. Mudium January 17, 2003
Venkat R. Mudium Date
VOC Analyst

These case narrative notations have been reviewed by:

oA i

David C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 3327CN



Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796887
Project Manager: Duane Nielsen

Lab. Work Order # : 3327

January 20, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3166C Sample ID 3327-001 Date Collected: 01/17/2003 09:35

Sample Depth: Matrix: WATER Date Received: 01/17/2003 13:21

Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 01/17/03 Date Analyzed: 01/17/03
Prep Time: 09:11 , Time Analyzed: 17:21
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L. U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. : 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L 8]
1,2-Dibromoethane <R.L. 1.0 ug/L. U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/LL U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone 1.9 10 ug/L J
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane ’ <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L 8)
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
U

‘Chloromethane <R.L. 1.0 ug/L
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Summary of Analytical Results

Client ID: PE3166C Sample ID 3327-001 Date Collected: 01/17/2003 09:35

Sample Depth: Matrix: WATER Date Received: 01/17/2003 13:21

Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 01/17/03 Date Analyzed: 01/17/03
' Prep Time: 09:11 Time Analyzed: 17:21
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
“ Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0  ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
‘Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L 8]
Isopropyltoluene <R.L. 1.0 ug/L 8)
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L 9)
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.41 1.0 ug/L J
trans-1,2-dichloroethene <R.L. 1.0 ug/L- U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 54 1.0 ug/L

Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14184 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/17/03 Date Analyzed: 01/17/03
Prep Time: 09:11 Time Analyzed: 10:08
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L 18)
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane ‘ <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L 8]
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <RL. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14184 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/17/03 Date Analyzed: 01/17/03
Prep Time: 09:11 Time Analyzed: 10:08
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene : <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/LL U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L 8)
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L 8]
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L 8]
Vinyl Chloride <R.IL. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date: 01/20/03 14:10

Work Order #: 3327 Project ID: 796887
Lab Batch #: 14942 Sample: 14184 BKS/BKS Batch: 1 Matrix: WATER
Units: ug/L Client-1d: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes [D]
1,2-Dichloroethane-d4 ’ 10.2 10.0 102 70-131
Bromofluorobenzene 10.7 10.0 107 80-125
Toluene-D8 9.87 10.0 99 84-120
Lab Batch #: 14942 Sample: 14184 BLK /BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.25 10.0 93 70-131
Bromofluorobenzene ) 10.4 10.0 104 80-125
Toluene-D8 10.6 10.0 106 84-120
Lab Batch #: 14942 Sample: 3327-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3166C SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes . D]
1,2-Dichloroethane-d4 ' 9.35 10.0 94 58-146
Bromofluorobenzene 9.75 10.0 98 74-124
Toluene-D8 9.61 10.0 96 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D]=100*A/B

All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits ' . Page 1 of 1



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3339
Client Project: Fort McClellan / 796887

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 7 report pages, 2 QC surrogate recovery
pages.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 4°C.

@Brian G Burns January 21, 2003
Brian Burns Date
Receiving

-VOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Debra Trinidad | January 21, 2003
Debra Trinidad Date
VOC Analyst

These case narrative notations have been reviewed by:

W Céz\/x/; January 22, 2003

David C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 3339CN



Analytical Report for :

‘Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796887
Project Manager: Duane Nielsen

Lab. Work Order # : 3339

January 22,2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3166D Sample ID  3339-001 Date Collected: 01/20/2003 12:17
Sample Depth: Matrix: WATER Date Received: 01/21/2003 11:10
Analytical Method: SW8260LL * Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/21/03 Date Analyzed: 01/21/03
Prep Time: 14:55 Time Analyzed: 18:39
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
" 1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L )
1,4-Dichlorobenzene <R.L. 1.0 “ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L 8]
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone 6.9 10 ug/L J
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L 8)
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L 8]
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L 8]
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ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3550
Client Project: Fort McClellan / 796886

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 7 report pages, and 1 QC surrogate recovery
page.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 5°C.

@Brian G Burns February 20, 2003
Brian Burns Date

Receiving

VOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Debra Trinidad February 20, 2003
Debra Trinidad Date
VOC Analyst

These case narrative notations have been reviewed by:

DdCHY

Davi\& C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429@Exp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 3550CN



Summary of Analytical Results

Client ID: PE3166D Sample ID 3339-001 Date Collected: 01/20/2003 12:17
Sample Depth: Matrix: WATER Date Received: 01/21/2003 11:10
- Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/21/03 Date Analyzed: 01/21/03
Prep Time: 14:55 Time Analyzed: 18:39
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene <R.L. 1.0 ug/L 8]
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.IL. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene , <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 3.7 1.0 ug/L
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U

U

Vinyl Chloride <R.L. 1.0 ug/L
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Summary of Analytical Results

Client ID: PE3166E Sample ID 3339-002 Date Collected: 01/21/2003 08:30
Sample Depth: Matrix: WATER  Date Received: 01/21/2003 11:10
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/21/03 Date Analyzed: 01/21/03
Prep Time: 14:55 Time Analyzed: 19:05
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L 8]
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene ‘ <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L 8)
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L 8]
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.54 1.0 ug/L J
trans-1,2-dichloroethene <R.L. 1.0 ug/L 8)
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L 8]
Vinyl Chloride <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14208 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/21/03 Date Analyzed: 01/21/03
Prep Time: 14:55 Time Analyzed: 16:30
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L 8)
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L 8]
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L 6]
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L 8]
1,2-Dichloropropane <R.L. 1.0 ug/L 8]
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 - ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.IL. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L 8)
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride . <RL. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14208 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/21/03 Date Analyzed: 01/21/03
Prep Time: 14:55 Time Analyzed: 16:30
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L 8]
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene _ <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L 8]
Methylene Chloride <R.L. 1.0 ' ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
“Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 - ug/L 8]
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L 8]
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Viny! Chloride <R.IL. 1.0 ug/L U
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rrogate Recoveries

Project Name: Fort McClellan

Report Date: 01/22/03 14:42

Work Order #: 3339 , Project ID: 796887
Lab Batch #: 14963 Sample: 14208 BKS/BKS Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.46 10.0 95 70-131
Bromofluorobenzene 10.2 10.0 102 80-125
Toluene-D8 10.2 10.0 102 84-120
Lab Batch #: 14963 Sample: 14208 BLK / BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
’ Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 8.90 10.0 89 70-131
Bromofluorobenzene 9.76 10.0 98 80-125
Toluene-D8 9.83 10.0 98 84-120
Lab Batch #: 14963 Sample: 3338-001 MS /MS Batch: 1 Matrix: WATER
Units: ug/L Client-Id: XQ3022 SURROGATE RECOVERY STUDY
Amount True Control
VOGs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.94 10.0 99 58-146
Bromofluorobenzene 10.1 10.0 101 74-124
Toluene-D8 10.6 10.0 106 81-118
Lab Batch #: 14963 Sample: 3338-001 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: XQ3022 SURROGATE RECOVERY STUDY
3 Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
' [A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.29 10.0 93 58-146
Bromofluorobenzene 10.2 10.0 102 74-124
Toluene-D8 10.3 10.0 103 81-118
** Surrogates outside limits; data and surrogates confirmed by reanalysis
*¥* Poor recoveries due to dilution
Surrogate Recovery [D]=100*A/B
- All results are based on MDL and validated for QC purposes.
Z = Surrogate Recovery exceeded the Labortatory QC limits Page 1 of 2



Form 2 Surrogate Recoverles

Project Name: Fort McClellan
Report Date: 01/22/03 14:42

Work Order #: 3339 Project ID: 796887
Lab Batch #; 14963 Sample: 3339-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3166D : SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 : 10.5 10.0 105 58-146
Bromofluorobenzene } 9.46 10.0 95 74-124
Toluene-D8 9.35 10.0 94 81-118
Lab Batch #: 14963 Sample: 3339-002 / SMP Batch: 1  Matrix: WATER
Units: ug/L Client-1d: PE3166E SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25[111 Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes {D]
1,2-Dichloroethane-d4 11.0 10.0 110 58-146
Bromofluorobenzene 10.3 10.0 103 . 74-124
Toluene-D8 9.99 10.0 100 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D] =100 *A/B

All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits Page 2 of 2



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3349
Client Project: Fort McClellan / 796887

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages, and 1 QC surrogate recovery
page.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 4°C.

@Brian G Burns January 23, 2003
Brian Burns Date
Receiving

VOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Debra Trinidad January 23, 2003
Debra Trinidad Date
VOC Analyst

These case narrative notations have been reviewed by:

Qe | [ © January 24, 2003

David C. Fuller Date
VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 3349CN



Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796887
Project Manager: Duane Nielsen

Lab. Work Order # : 3349

January 24, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3166G Sample ID 3349-001 Date Collected: 01/23/2003 10:20
Sample Depth: Matrix: WATER Date Received: 01/23/2003 13:35
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/23/03 Date Analyzed: 01/23/03
Prep Time: 16:37 Time Analyzed: 18:31
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. . 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L 8]
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L. U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/LL U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L 8)
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L. U
Acetone <R.L. 10 ug/L 8]
Benzene <R.L. 1.0 ug/L. U
Bromobenzene <R.L. 1.0 ug/L 8]
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L. 8]
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride ' <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3166G Sample ID 3349-001 Date Collected: 01/23/2003 10:20
Sample Depth: Matrix: WATER Date Received: 01/23/2003 13:35
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/23/03 Date Analyzed: 01/23/03
Prep Time: 16:37 Time Analyzed: 18:31
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L 8]
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L 8]
Naphthalene <R.L. 1.0 ug/L- U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.67 1.0 ug/L J
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L 8)
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U

U

Vinyl Chloride <R.L. 1.0 ug/L

Page 3 of 5



Summary of Analytical Results

Client ID: Sample ID 14232 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/23/03 Date Analyzed: 01/23/03
Prep Time: 16:37 Time Analyzed: 17:31
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L. U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L 8]
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L 8]
Bromomethane <R.L. 1.0 ug/L U
Carbon Disuifide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14232 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Debra Trinidad
Prep Method: SW5030B Prep Date: 01/23/03 Date Analyzed: 01/23/03
Prep Time: 16:37 Time Analyzed: 17:31
YOCs (25ml Purge) by SW8260B Resuit Rep Limit Units Qualifier

cis-1,2-Dichloroethene <R.L. 1.0 S wl U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U

“Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L 8]
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 : ug/L U
n-Butylbenzene <R.L. 1.0 ug/L 8)
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L 8]
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L. U
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D 7

Form 2 - Surrogate Recoveries

Project Name: Fort McClellan

Report Date: 01/24/03 09:42

Lab Batch #: 14986 Sample: 14232 BKS / BKS Batch: 1 Matrix: WATER
Units; ug/L Client-1d: SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SWé260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 9.07 10.0 91 70-131
Bromofluorobenzene 9.59 10.0 96 80-125
Toluene-D8 9.54 10.0 95 84-120
Lab Batch #: 14986 Sample: 14232 BLK/BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes (D]
1,2-Dichloroethane-d4 8.34 10.0 83 70-131
Bromofluorobenzene 9.95 10.0 100 80-125
Toluene-D8 10.2 10.0 102 84-120
Lab Batch #: 14986 Sample: 3349-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3166G SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] {B] %R %R
Analytes [D]
1,2-Dichloroethane-d4 9.06 10.0 91 58-146
Bromofluorobenzene 10.3 10.0 103 74-124
Toluene-D8 10.6 10.0 106 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D]=100*A/B

All results are based on MDL and validated for QC purposes.

Z= Surrogaté Recovery exceeded the Labortatory QC limits
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ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #£87429 NC Certification #483 SC Certification #98015
USACE-MRD Approved
Case Narrative

AAL Work Order # 3380
Client Project: Fort McClellan / 796887

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1 page case narrative, 5 report pages and 1 QC surrogate recovery
page.

The following items were noted concerning this work order:

Receiving Notations:

1. The sample was received at 3°C.

®Brian G Burns ’ January 27, 2003
Brian Burns Date
Receiving

YOC Notations:
1. The pH of the water samples was as noted below prior to the VOC analysis:

VOC-SW-846-8260B
PE3166H pH=6

Note: Sample was analyzed within seven days of collection.

Venkat R. Mudium TJanuary 28, 2003

Venkat R. Mudium ' Date

VOC Analyst

Thesecase n ati\i\c‘)% have been reviewed by:
Mg‘ January 28, 2003

David C. Fuller Date

VP — Client Services

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429eExp 6/30/03 Effective 7/01/02
Page 1 of 1

WO# 3380CN.doc



Analytical Report for :

Shaw Environmental & Infracstructure, Inc.

Project Name : Fort McClellan

Project Number: 796886
Project Manager: Duane Nielsen

Lab. Work Order # : 3380

January 28, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477
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Summary of Analytical Results

Client ID: PE3166H Sample ID 3380-001 Date Collected: 01/27/2003 10:42
Sample Depth: Matrix: WATER Date Received: 01/27/2003 13:25
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/28/03 Date Analyzed: 01/28/03
Prep Time: 05:45 Time Analyzed: 07:51
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L 8]
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene ' <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone 11 10 ug/L
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 - ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane _ <R.L. 1.0 ug/L U
Carbon Disulfide 0.32 1.0 ug/L J
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
U

Chloromethane <R.L. 1.0 ug/L
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Summary of Analytical Results

Client ID: PE3166H Sample ID 3380-001 Date Collected: 01/27/2003 10:42

Sample Depth: Matrix: WATER Date Received: 01/27/2003 13:25

Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 01/28/03 Date Analyzed: 01/28/03
Prep Time: 05:45 Time Analyzed: 07:51
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L 8]
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L 8)
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 6.8 1.0 ug/L.

trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 - ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14250 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B : Prep Date: 01/28/03 Date Analyzed: 01/28/03
Prep Time: 05:45 Time Analyzed: 06:44
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L 8]
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 . ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 © ug/L U
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Summary of Analytical Results

Client ID: Sample ID 14250 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Venkat Mudium Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 01/28/03 Date Analyzed: 01/28/03
Prep Time: 05:45 , Time Analyzed: 06:44
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L, 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Work Order #: 3380
Lab Batch #: 15001

Sample: 14250 BKS /BKS

Project Name: Fort McClellan

Batch:

Report Date: 01/28/03 08:22

Project ID: 796886
1 Matrix: WATER

Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes ]
1,2-Dichloroethane-d4 9.48 10.0 95 70-131
Bromofluorobenzene 9.38 10.0 94 80-125
Toluene-D8 9.33 10.0 93 84-120
Lab Batch #: 15001 Sample: 14250 BLK / BLK Batch: 1  Matrix: WATER
Units: ug/L Client-Id: SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.00 10.0 90 70-131
Bromofluorobenzene 10.4 10.0 104 80-125
Toluene-D8 10.7 10.0 107 84-120
Lab Batch #: 15001 Sample: 3380-001 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-Id: PE3166H SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
) Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 10.5 10.0 105 58-146
Bromofluorobenzene 8.82 10.0 88 74-124
Toluene-D8 9.23 10.0 92 81-118
Lab Batch #: 15001 Sample: 3380-001 MS/MS Batch: 1  Matrix: WATER
Units: ug/L Client-Id: PE3166H SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits | Flags
[A] [B] %R %R
Analytes ] ah
1,2-Dichloroethane-d4 8.66 10.0 87 58-146
Bromofluorobenzene 8.77 10.0 88 74-124
Toluene-D8 9.03 10.0 90 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution

Surrogate Recovery [D] =100 * A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits
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Form 2 - Surrogate Recoveries

Work Order #: 3380
Lab Batch #: 15001

Sample: 3380-001 MSD / MSD

Project Name: Fort McClellan

Report Date: 01/28/03 08:22
Project ID: 796886

Batch: 1 Matrix: WATER

Units: ug/L  Client-Id: PE3166H SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.45 10.0 95 58-146
Bromofluorobenzene 9.30 10.0 93 74-124
Toluene-D8 9.42 10.0 94 81-118
** Surrogates outside limits; data and surrogates confirmed by reanalysis
*** Poor recoveries due to dilution
Surrogate Recovery [D]=100*A/B
All results are based on MDL and validated for QC purposes.
Z = Surrogate Recovery exceeded the Labortatory QC limits Page2 of 2



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 LA Certification #04079 NC Certification #483
SC Certification #98015 USACE-MRD Approved
Case Narrative

AAL Work Order # 4106
Client Project: Fort McClellan/ 796886

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1-page case narrative, 7 report pages, and 2 QC surrogate
recovery pages.

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 4°C.

Brian G Burns May 15, 2003
Brian Burns Date
Receiving

YOC Notations:

1. The pH of the water samples was <2.0 prior to the VOC analysis.

Venkat R. Mudium May 16, 2003
Venkat R. Mudium ‘ Date
VOC Analyst

These case narrative notations have been reviewed by:

i M - May 16, 2003

Raghu Tadimalla Date
Project Manager

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429 @Exp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 4106CN



Analytical Report for :

Shaw Environmental & Infrastructure, Inc.

Project Name : Fort McClellan

Project Number: 796886
Project Manager: Duane Nielsen

Lab. Work Order # : 4106

May 16, 2003

ACCURA Analytical Laboratory, Inc. - 6017 Financial Drive - Norcross, GA 30071
Phone: 770-449-8800 Fax: 770-449-5477

Page 1 of 7




Summary of Analytical Results

Client ID: PE3169A Sample ID 4106-001 Date Collected: 05/14/2003 16:58

Sample Depth: Matrix: WATER Date Received: 05/15/2003 15:45

- Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 05/15/03 Date Analyzed: 05/16/03
Prep Time: 16:51 Time Analyzed: 00:13
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier

1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L, 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L 8]
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3169A Sample ID 4106-001 Date Collected: 05/14/2003 16:58

Sample Depth: Matrix: WATER Date Received: 05/15/2003 15:45

Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 05/15/03 Date Analyzed: 05/16/03
Prep Time: 16:51 Time Analyzed: 00:13
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methyl tert-buty! ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
o-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L 8]
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 - ug/L U
Toluene 6.2 1.0 ug/L

trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: PE3169B Sample ID 4106-002 Date Collected: 05/15/2003 13:15
Sample Depth: Matrix: WATER Date Received: 05/15/2003 15:45
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 05/15/03 Date Analyzed: 05/16/03
Prep Time: 16:51 Time Analyzed: 01:04
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 2.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L U
Bromomethane <R.L. 1.0 ug/L U
Carbon Disulfide <R.L. 1.0 ug/L U
Carbon Tetrachloride <R.L. 1.0 ug/L U
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform 2.5 1.0 ug/L
Chloromethane <R.L. 1.0 ug/L U

Page 4 of 7



Summary of Analytical Results

Client ID: PE3169B Sample ID 4106-002 Date Collected: 05/15/2003 13:15

Sample Depth: Matrix: WATER Date Received: 05/15/2003 15:45

Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium

Prep Method: SW5030B Prep Date: 05/15/03 Date Analyzed: 05/16/03
Prep Time: 16:51 Time Analyzed: 01:04
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene : <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L 8]
Dibromochloromethane <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 2.0 ug/L U
Methy! tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 2.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene 0.73 1.0 ug/L J
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene 1.5 1.0 ug/L

Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: 15325 BLK Sample ID 15325 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 05/15/03 Date Analyzed: 05/15/03
Prep Time: 16:51 Time Analyzed: 17:43
VOCs (25ml Purge) by SW8260B Result  Rep Limit Units Qualifier
1,1,1,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,1-Trichloroethane <R.L. 1.0 ug/L U
1,1,2,2-Tetrachloroethane <R.L. 1.0 ug/L U
1,1,2-Trichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethane <R.L. 1.0 ug/L U
1,1-Dichloroethene <R.L. 1.0 ug/L U
1,1-Dichloropropene <R.L. 1.0 ug/L U
1,2,3-Trichlorobenzene <R.L. 1.0 ug/L U
1,2,3-Trichloropropane <R.L. 1.0 ug/L U
1,2,4-Trichlorobenzene ’ <R.L. 1.0 ug/L U
1,2,4-Trimethylbenzene <R.L. 1.0 ug/L U
1,2-Dibromo-3-Chloropropane <R.L. 1.0 ug/L U
1,2-Dibromoethane <R.L. 1.0 ug/L U
1,2-Dichlorobenzene <R.L. 1.0 ug/L U
1,2-Dichloroethane <R.L. 1.0 ug/L U
1,2-Dichloropropane <R.L. 1.0 ug/L U
1,3,5-trimethylbenzene <R.L. 1.0 ug/L U
1,3-Dichlorobenzene <R.L. 1.0 ug/L U
1,3-Dichloropropane <R.L. 1.0 ug/L U
1,4-Dichlorobenzene <R.L. 1.0 ug/L U
2,2-Dichloropropane <R.L. 1.0 ug/L U
2-Butanone <R.L. 10 ug/L U
2-Chlorotoluene <R.L. 1.0 ug/L U
2-Hexanone <R.L. 10 ug/L U
4-Chlorotoluene <R.L. 1.0 ug/L U
4-Methyl-2-Pentanone <R.L. 10 ug/L U
Acetone <R.L. 10 ug/L U
Benzene <R.L. 1.0 ug/L U
Bromobenzene <R.L. 1.0 ug/L U
Bromochloromethane <R.L. 1.0 ug/L U
Bromodichloromethane <R.L. 1.0 ug/L U
Bromoform <R.L. 1.0 ug/L 8]
Bromomethane <R.L. 1.0 ug/L 8]
Carbon Disulfide <R.L. 1.0 ug/L 8)
Carbon Tetrachloride <R.L. 1.0 ug/L 8]
Chlorobenzene <R.L. 1.0 ug/L U
Chloroethane <R.L. 1.0 ug/L U
Chloroform <R.L. 1.0 ug/L U
Chloromethane <R.L. 1.0 ug/L U
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Summary of Analytical Results

Client ID: 15325 BLK Sample ID 15325 BLK Date Collected:
Sample Depth: Matrix: WATER Date Received:
Analytical Method: SW8260LL Prep Chemist: Debra Trinidad Analyst: Venkat Mudium
Prep Method: SW5030B Prep Date: 05/15/03 Date Analyzed: 05/15/03
Prep Time: 16:51 Time Analyzed: 17:43
VOCs (25ml Purge) by SW8260B Result Rep Limit Units Qualifier
cis-1,2-Dichloroethene <R.L. 1.0 ug/L U
cis-1,3-Dichloropropene <R.L. 1.0 ug/L U
Dibromochloromethane : <R.L. 1.0 ug/L U
Dibromomethane <R.L. 1.0 ug/L U
Dichlorodifluoromethane <R.L. 1.0 ug/L U
Ethylbenzene <R.L. 1.0 ug/L U
Hexachlorobutadiene <R.L. 1.0 ug/L U
Isopropylbenzene <R.L. 1.0 ug/L U
m,p-Xylene <R.L. 1.0 ug/L U
Methyl tert-butyl ether <R.L. 1.0 ug/L U
Methylene Chloride <R.L. 1.0 ug/L U
Naphthalene <R.L. 1.0 ug/L U
n-Butylbenzene <R.L. 1.0 ug/L U
n-Propylbenzene <R.L. 1.0 ug/L U
0-Xylene <R.L. 1.0 ug/L U
Isopropyltoluene <R.L. 1.0 ug/L U
Sec-Butylbenzene <R.L. 1.0 ug/L U
Styrene <R.L. 1.0 ug/L U
tert-Butylbenzene <R.L. 1.0 ug/L U
Tetrachloroethylene <R.L. 1.0 ug/L U
Toluene <R.L. 1.0 ug/L U
trans-1,2-dichloroethene <R.L. 1.0 ug/L U
trans-1,3-dichloropropene <R.L. 1.0 ug/L U
Trichloroethene <R.L. 1.0 ug/L U
Trichlorofluoromethane <R.L. 1.0 ug/L U
Vinyl Chloride <R.L. 1.0 ug/L U
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Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date; 05/16/03 11:59

Work Order #: 4106

Lab Batch #; 16421 Sample: 15325 BKS/BKS

Batch:

Project ID: 796886
1 Matrix: WATER

Units: ug/L Client-Id: 15325 BKS SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
(Al [B] %R %R
Analytes [1.5] '
1,2-Dichloroethane-d4 8.94 10.0 89 70-131
Bromofluorobenzene 9.25 10.0 93 80-125
Toluene-D8 9.86 10.0 99 84-120
Lab Batch #: 16421 Sample: 15325 BLK/BLK Batch: 1 Matrix: WATER
Units: ug/L Client-Id: 15325 BLK SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
I [A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.69 10.0 97 70-131
Bromofluorobenzene 10.4 10.0 104 80-125
Toluene-D8 10.6 10.0 106 84-120
Lab Batch #: 16421 Sample: 4030-003 MS /MS Batch: 1 Matrix: WATER
Units: ug/L Client-1d: 4030-003 MS SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 9.61 10.0 96 58-146
Bromofluorobenzene 9.88 10.0 99 74-124
Toluene-D8 10.5 10.0 105 81-118
Lab Batch #: 16421 Sample: 4030-003 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: 4030-003 MSD SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes [D]
1,2-Dichloroethane-d4 9.22 10.0 92 58-146
Bromofluorobenzene 9.57 10.0 96 74-124
Toluene-D8 9.94 10.0 929 81-118
** Surrogates outside limits; data and surrogates confirmed by reanalysis
**¥ Poor recoveries due to dilution
Surrogate Recovery [D] =100 * A/B
All results are based on MDL and validated for QC purposes.
Z = Surrogate Recovery exceeded the Labortatory QC limits Page 1 of 2




Form 2 - Surrogate Recoveries

Project Name: Fort McClellan
Report Date: 05/16/03 11:59

Work Order #: 4106 Project ID: 796886
Lab Batch #: 16421 Sample: 4091-002 MS / MS Batch: 1 Matrix: WATER
Units: ug/L Client-1d: 4091-002 MS SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [BI %R %R
Analytes ]
1,2-Dichloroethane-d4 10.3 10.0 103 58-146
Bromofluorobenzene 10.5 10.0 105 74-124
Toluene-D8 10.7 10.0 107 81-118
Lab Batch #: 16421 Sample: 4091-002 MSD / MSD Batch: 1 Matrix: WATER
Units: ug/L Client-Id: 4091-002 MSD SURROGATE RECOVERY STUDY
VOCs (25ml Purge) by SW8260B Amount True Control
Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 10.0 10.0 100 58-146
Bromofluorobenzene ' 10.4 10.0 104 74-124
Toluene-D8 10.4 10.0 104 81-118
Lab Batch #: 16421 Sample: 4106-001 / SMP Batch: 1  Matrix: WATER
Units: ug/L Client-Id: PE3169A SURROGATE RECOVERY STUDY
Amount True Control
VOCs (25ml Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes [D]
1,2-Dichloroethane-d4 9.88 10.0 99 58-146
Bromofluorobenzene 9.85 10.0 99 74-124
Toluene-D8 9.88 10.0 99 81-118
Lab Batch #: 16421 Sample: 4106-002 / SMP Batch: 1 Matrix: WATER
Units: ug/L Client-1d: PE3169B SURROGATE RECOVERY STUDY
Amount True Control
VOCs (251111 Purge) by SW8260B Found Amount Recovery Limits Flags
[A] [B] %R %R
Analytes D]
1,2-Dichloroethane-d4 10.0 10.0 100 58-146
Bromofluorobenzene 9.97 10.0 100 74-124
Toluene-D8 10.2 10.0 102 81-118

** Surrogates outside limits; data and surrogates confirmed by reanalysis
*%* Poor recoveries due to dilution

Surrogate Recovery [D]=100* A/B
All results are based on MDL and validated for QC purposes.

Z = Surrogate Recovery exceeded the Labortatory QC limits , Page 2 of 2



ACCURA ANALYTICAL LABORATORY, INC. (AAL)
6017 Financial Drive, Norcross, Georgia, 30071, Phone (770) 449-8800
FL Certification #E87429 LA Certification #04079 NC Certification #483
SC Certification #98015 USACE-MRD Approved
Case Narrative

AAL Work Order # 4109
Client Project: Fort McClellan/ 796886

Accura Analytical Laboratory Inc. certifies that the results meet all requirements of the
NELAC Standards.

The data package includes a 1-page case narrative, 5 report pages, and 2 QC surrogate
recovery pages. '

The following items were noted concerning this work order:

Receiving Notations:

1. The samples were received at 4°C.

Brian G Burns May 16, 2003
Brian Burns Date
Receiving

VOC Notations:

1. The following samples required dilution due to high analyte concentration, resulting in
elevated detection limits:

VOC-SW-846-8260B

PE3169C
@eﬁra Trinidad May 16, 2003
Debra Trinidad Date
VOC Analyst

These case narrative notations have been reviewed by:

% h MM« May 21, 2003

Raghu Tadimalla Date
Project Manager

This report may not be reproduced, except in full, without written approval from Accura Analytical Laboratory, Inc.
NELAP Accredited Certificate #-E87429@Exp 6/30/03 Effective 7/01/02
Page 1 of 1
WO# 4109CN





